Abstract: A 28 year-old obese woman was scheduled for robot-assisted bilateral tubal re-anastomosis under general anesthesia and neuromuscular blockade. As part of a respiratory mechanics study, gastric pressure (Pga) was measured. At the beginning of the operation, the surgeon repeatedly inserted a Veress needle consistently measuring an unusually high opening pressure of 15 mmHg, at a time when Pga was 12.5 mmHg. Based on the elevated Pga values, we inferred that the high opening pressure was a valid intra-peritoneal pressure, rather than a sign of incorrect needle placement; therefore, the surgeon proceeded with uneventful insufflation of the peritoneal cavity. This patient exhibited an unusually high opening intra-abdominal pressure that likely reflected her high degree of central obesity. Simultaneous Pga determination proved valuable in confirming intra-peritoneal location of the tip of Veress needle and may be a viable method of corroborating high opening pressures despite safe needle positions in laparoscopic cases.
INTRODUCTION
Pneumoperitoneum is routinely used by surgeons to facilitate organ visualization and surgical manipulations during laparoscopic procedures. An opening intra-abdominal pressure of 12 mmHg (16.3 cm H 2 O) or less at the time of insufflation with the Veress needle is considered physiological [1] . This also applies to morbidly obese patients as well, although it has been shown that this particular patient population has a higher baseline intraabdominal pressure (IAP) (approximately 8-9 mmHg) [2] . An opening pressure > 12 mm Hg may indicate an incorrect location of the needle, including pre-abdominal, intraadhesion, or even intra-organ [3] . Extraperitoneal insufflation with abdominal wall emphysema has been described as one of the most common complications leading to abandonment of the laparoscopic approach, particularly in obese patients [4] . Still, obese patients who undergo laparoscopy have shorter hospital stay, less postoperative pain and fewer wound infections than obese patients undergoing laparotomy: hence, laparoscopy has become a surgical modality of choice particularly in obese patients [5] .
CASE REPORT
A 28 year old obese multiparous woman (H: 150cm; W: 74.8 kg, BMI = 34.8) was scheduled for robot-assisted laparoscopic bilateral tubal re-anastomosis. After induction of general anesthesia and endotracheal intubation, mechanical ventilation was started while neuromuscular blockade was *Address correspondence to this author at the Department of Anesthesia, Brigham and Women's Hospital, 75 Francis St, Boston, MA 02115, USA; Tel: 617-732-8210; Fax: 617-730-9534; E-mail: richard.matulewicz@gmail.com maintained. As part of a study of respiratory mechanics during laparoscopic surgeries requiring both Trendelenburg position and pneumoperitoneum, a 9.5 cm long esophageal balloon (Ackrad Laboratories, Cranford, NJ) was passed through the mouth and taped at the incisors at 40 cm from the tip of the balloon for the measurement of esophageal pressure (Pes) in the lower third of esophagus [6] . Pressure in this balloon, inflated with 0.5 ml of air, and pressure at the airway (Paw) were measured with transducers (Validyne Type 45-14, Harvard Apparatus, Holliston, MA) and recorded and displayed on a laptop computer using Windaq software and hardware (Dataq Instruments, Akron, OH). Because of malfunction of our pneumotachometer system, tidal volumes were measured by the ventilator (Aisys, Datex-Ohmeda, Madison WI).
Based on intra-operative pressures and waveforms, we inferred that the esophageal balloon had actually passed into the stomach, where it was measuring gastric pressure (Pga). A comparison of a typical esophageal pressure measurement ( Fig. 1, upper panel) shows Pes changing with ventilation and PEEP, whereas the relatively high gastric pressure in this patient ( Fig. 1 , lower panel, red tracing) did not increase when PEEP was applied at the airway (Paw, blue tracing).
At the beginning of surgery, with the patient in dorsal lithotomy position on a leveled table, the surgeon inserted the Veress needle through a small incision in the lower umbilical fornix. Because of her high BMI, the needle was angled perpendicular to the plane of the patient. A 10 ml syringe containing 5 ml of normal saline solution was connected to the LuerLock of the Veress needle: after aspiration had yielded no fluid or blood, 5 ml of normal saline were injected without any perceived resistance and could not be drawn back. However, in spite of these findings, an unusually high opening pressure of 15 mmHg was recorded by the manometer of the insufflation unit. As opening pressures above 12 mmHg are considered a possible indication of either pre-peritoneal or intra-visceral insertion, it is generally considered unsafe to proceed with insufflation of the abdominal cavity for laparoscopy [3] . Therefore, the surgeon inserted the Veress needle two more times through the same incision but at different angles: 30° caudad and cephalad from the perpendicular line, respectively. However, these insertions also yielded an intra-abdominal pressure of 15 mmHg. Eventually, the Veress needle was inserted in left subcostal area on the mid-clavicular line (Palmer's point), with the same high opening pressure reading. At the same time, our recordings showed a Pga of ~17 cmH 2 O (12.5 mmHg) at end-expiration with a Tidal Volume of ~ 360 ml and Positive End-Expiratory Pressure (PEEP) of 5 cmH 2 O, and Peak Inspiratory Pressures of ~ 38 cmH 2 O. Based on the elevated Pga measurements, we agreed that the high opening pressure was physiological, rather than caused by incorrect position of the Veress needle. Therefore, pneumoperitoneum was produced with insufflation of CO 2, to an intraperitoneal pressure of 20 mmHg, after which the surgeon inserted a trocar and a laparoscope that confirmed entry into the peritoneal cavity through Palmer's point. The operation was continued and it was completed uneventfully using an intraperitoneal pressure of 20 mmHg. 
DISCUSSION
In the case reported here, the simultaneous measurement of Pga allowed confirmation of correct position of the tip of the Veress needle, in spite of an unusually high opening intra-abdominal pressure (15 mmHg). An esophageal balloon had been inserted 40 cm from the tip of the balloon with the goal of measuring pressure in the lower third of the esophagus [7] but, in this unusually short-statured patient, it had actually entered the stomach.
In the clinical settings, intra-abdominal pressure (IAP) is frequently measured through a urinary bladder catheter. With this technique, which included emptying the bladder then subsequently irrigating with 50cc of normal saline, Sanchez et al., [8] 2 mmHg] in obese and morbidly obese patients, respectively. It could be argued that the large variability in these measurements of IAP may be due to different distributions of fat in those patients. In particular, when fat is localized around the waist and in the upper part of the body as in android obesity (observed most commonly in men), IAP may be more elevated than when a patient with the same BMI exhibits gynoid obesity (most frequently observed in women), in which fat is distributed in the lower portion of the body [9] . In fact, Sugerman et al., found a correlation between sagittal abdominal diameter and IAP measured in the urinary bladder in both male and female morbidly obese patients [10] . This was confirmed by Lambert et al., as well [2] . Recently, Behazin et al., [11] have described a large range of intra-abdominal pressure, measured in the stomach (i.e., Pga) at end-exhalation in 30 obese subjects. In their study, Pga ranged from 6.7 to 17 cmH 2 O (4.93 to 12.5 mmHg), with an average of 11.5 cmH 2 O (8.45 mmHg). While it is assumed that Pga and pressure in the urinary bladder are equivalent in assessing IAP [10] , it is important to note that measurements of IAP taken at different locations within the abdominal cavity (for example, opening IAP measured through a Veress needle inserted at periumbilical area vs. Pga) will be affected by the gravitational pressure gradient inside the abdomen. Body position, for example, Trendelenburg vs. reverse-Trendelenburg or even lateral decubitus positions will affect in different ways both gastric and urinary bladder pressure measurements.
The high opening IAP measured in this patient (15 mmHg) was probably related to her body habitus. Even though her BMI was only slightly elevated (BMI: 33.3 kg/m 2 , i.e., Class I obesity), she exhibited a high degree of truncal obesity, as reflected by her very high Index of Central Obesity (ICO) of 0.61, derived from the ratio of waist circumference and height [12] . Our patient also exhibited a restrictive respiratory pattern with high peak inspiratory pressures despite small tidal volumes, also consistent with abdominal obesity [11] . In the literature, abdominal compartment syndrome [13] , characterized by the high IAP values in the patient described here, is associated with serious respiratory, renal, liver and cardiovascular derangements [14, 15] . It is reasonable to assume that the chronic nature of our patient's condition had led to compensatory mechanisms of respiratory and other organ systems affected by her abdominal obesity. Still, there is recent evidence that a large waist circumference is associated with an increased risk of death from any cause among nonobese women, at least in the black population studied [16] .
The possibility of unusually high opening abdominal pressures during laparoscopic procedures in obese patients should be taken into account by surgeons when evaluating correct position of the tip of the Veress needle, before insufflation to produce pneumoperitoneum. Furthermore, we have shown that comparison between the pressure measured via Verres needle with available, indirect measurements of peritoneal pressure such as gastric pressure might be a viable approach to confirm the intraperitoneal position of the needle.
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